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(4) If the sample is not passed 

through a dryer during this 

verification test, measure the H2O mole 

fraction, xH2O, of the humidified CO2

test gas as close as possible to the inlet 

of the analyzer. For example, measure 

dewpoint, Tdew, and absolute pressure, 

ptotal, to calculate xH2O. Verify that the 

H2O content meets the requirement in 

paragraph (d)(2) of this section. If the 

sample is passed through a dryer dur-

ing this verification test, you must 

verify that the H2O content of the hu-

midified test gas downstream of the 

vessel meets the requirement in para-

graph (d)(2) of this section based on ei-

ther direct measurement of the H2O

content (e.g., dewpoint and pressure) or 

an estimate based on the vessel pres-

sure and temperature. Use good engi-

neering judgment to estimate the H2O

content. For example, you may use 

previous direct measurements of H2O

content to verify the vessel’s level of 

saturation.

(5) If a sample dryer is not used in 

this verification test, use good engi-

neering judgment to prevent condensa-

tion in the transfer lines, fittings, or 

valves from the point where xH2O is

measured to the analyzer. We rec-

ommend that you design your system 

so that the wall temperatures in the 

transfer lines, fittings, and valves from 

the point where xH2O is measured to the 

analyzer are at least 5 °C above the 

local sample gas dewpoint. 

(6) Allow time for the analyzer re-

sponse to stabilize. Stabilization time 

may include time to purge the transfer 

line and to account for analyzer re-

sponse.

(7) While the analyzer measures the 

sample’s concentration, record its out-

put for 30 seconds. Calculate the arith-

metic mean of this data. 

(8) The analyzer meets the inter-

ference verification if the result of 

paragraph (d)(7) of this section meets 

the tolerance in paragraph (c) of this 

section.

(9) You may also run interference 

procedures for CO2 and H2O separately. 

If the CO2 and H2O levels used are high-

er than the maximum levels expected 

during testing, you may scale down 

each observed interference value by 

multiplying the observed interference 

by the ratio of the maximum expected 

concentration value to the actual value 

used during this procedure. You may 

run separate interference concentra-

tions of H2O (down to 0.025 mol/mol H2O

content) that are lower than the max-

imum levels expected during testing, 

but you must scale up the observed H2O

interference by multiplying the ob-

served interference by the ratio of the 

maximum expected H2O concentration 

value to the actual value used during 

this procedure. The sum of the two 

scaled interference values must meet 

the tolerance in paragraph (c) of this 

section.

(e) Exceptions. The following excep-

tions apply: 

(1) You may omit this verification if 

you can show by engineering analysis 

that for your CO sampling system and 

your emission-calculation procedures, 

the combined CO2 and H2O interference 

for your CO NDIR analyzer always af-

fects your brake-specific CO emission 

results within ±0.5% of the applicable 

CO standard. 

(2) You may use a CO NDIR analyzer 

that you determine does not meet this 

verification, as long as you try to cor-

rect the problem and the measurement 

deficiency does not adversely affect 

your ability to show that engines com-

ply with all applicable emission stand-

ards.

[70 FR 40516, July 13, 2005, as amended at 73 

FR 37308, June 30, 2008; 73 FR 59328, Oct. 8, 

2008; 75 FR 23041, Apr. 30, 2010; 79 FR 23769, 

Apr. 28, 2014] 

HYDROCARBON MEASUREMENTS

§ 1065.360 FID optimization and 
verification.

(a) Scope and frequency. For all FID 

analyzers, calibrate the FID upon ini-

tial installation. Repeat the calibra-

tion as needed using good engineering 

judgment. For a FID that measures 

THC, perform the following steps: 

(1) Optimize the response to various 

hydrocarbons after initial analyzer in-

stallation and after major maintenance 

as described in paragraph (c) of this 

section.

(2) Determine the methane (CH4) re-

sponse factor after initial analyzer in-

stallation and after major maintenance 

as described in paragraph (d) of this 

section.
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(3) Verify the CH4 response within 185 

days before testing as described in 

paragraph (e) of this section. 

(b) Calibration. Use good engineering 

judgment to develop a calibration pro-

cedure, such as one based on the FID- 

analyzer manufacturer’s instructions 

and recommended frequency for cali-

brating the FID. Alternately, you may 

remove system components for off-site 

calibration. For a FID that measures 

THC, calibrate using C3H8 calibration

gases that meet the specifications of 

§ 1065.750. For a FID that measures CH4,

calibrate using CH4 calibration gases 

that meet the specifications of 

§ 1065.750. We recommend FID analyzer 

zero and span gases that contain ap-

proximately the flow-weighted mean 

concentration of O2 expected during 

testing. If you use a FID to measure 

CH4 downstream of a nonmethane cut-

ter, you may calibrate that FID using 

CH4 calibration gases with the cutter. 

Regardless of the calibration gas com-

position, calibrate on a carbon number 

basis of one (C1). For example, if you 

use a C3H8 span gas of concentration 

200 μmol/mol, span the FID to respond 

with a value of 600 μmol/mol. As an-

other example, if you use a CH4 span

gas with a concentration of 200 μmol/

mol, span the FID to respond with a 

value of 200 μmol/mol.

(c) THC FID response optimization. 
This procedure is only for FID ana-

lyzers that measure THC. Use good en-

gineering judgment for initial instru-

ment start-up and basic operating ad-

justment using FID fuel and zero air. 

Heated FIDs must be within their re-

quired operating temperature ranges. 

Optimize FID response at the most 

common analyzer range expected dur-

ing emission testing. Optimization in-

volves adjusting flows and pressures of 

FID fuel, burner air, and sample to 

minimize response variations to var-

ious hydrocarbon species in the ex-

haust. Use good engineering judgment 

to trade off peak FID response to pro-

pane calibration gases to achieve mini-

mal response variations to different 

hydrocarbon species. For an example of 

trading off response to propane for rel-

ative responses to other hydrocarbon 

species, see SAE 770141 (incorporated 

by reference in § 1065.1010). Determine 

the optimum flow rates and/or pres-

sures for FID fuel, burner air, and sam-

ple and record them for future ref-

erence.

(d) THC FID CH 4 response factor deter-
mination. This procedure is only for 

FID analyzers that measure THC. 

Since FID analyzers generally have a 

different response to CH4 versus C3H8,

determine each THC–FID analyzer’s 

CH4 response factor, RF CH4[THC-FID], after 

FID optimization. Use the most recent 

RFCH4[THC-FID] measured according to 

this section in the calculations for HC 

determination described in § 1065.660 to 

compensate for CH4 response. Deter-

mine RF CH4[THC-FID] as follows, noting 

that you do not determine RF CH4[THC-FID]

for FIDs that are calibrated and 

spanned using CH4 with a nonmethane 

cutter:

(1) Select a C3 H8 span gas concentra-

tion that you use to span your ana-

lyzers before emission testing. Use only 

span gases that meet the specifications 

of § 1065.750. Record the C3H8 concentra-

tion of the gas. 

(2) Select a CH4 span gas concentra-

tion that you use to span your ana-

lyzers before emission testing. Use only 

span gases that meet the specifications 

of § 1065.750. Record the CH4 concentra-

tion of the gas. 

(3) Start and operate the FID ana-

lyzer according to the manufacturer’s 

instructions.

(4) Confirm that the FID analyzer has 

been calibrated using C3H8. Calibrate 

on a carbon number basis of one (C1).

For example, if you use a C3 H8 span gas 

of concentration 200 μmol/mol, span the 

FID to respond with a value of 600 

μmol/mol.

(5) Zero the FID with a zero gas that 

you use for emission testing. 

(6) Span the FID with the C3H8 span

gas that you selected under paragraph 

(d)(1) of this section. 

(7) Introduce at the sample port of 

the FID analyzer, the CH4 span gas 

that you selected under paragraph 

(d)(2) of this section. 

(8) Allow time for the analyzer re-

sponse to stabilize. Stabilization time 

may include time to purge the analyzer 

and to account for its response. 

(9) While the analyzer measures the 

CH4 concentration, record 30 seconds of 

sampled data. Calculate the arithmetic 

mean of these values. 
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(10) For analyzers with multiple 

ranges, you need to perform the proce-

dure in this paragraph (d) only on a 

single range. 

(11) Divide the mean measured con-

centration by the recorded span con-

centration of the CH4 calibration gas. 

The result is the FID analyzer’s re-

sponse factor for CH4, RF CH4[THC-FID].

(e) THC FID CH4 response verification. 
This procedure is only for FID ana-

lyzers that measure THC. Verify 

RFCH4[THC-FID] as follows: 

(1) Perform a CH4 response factor de-

termination as described in paragraph 

(d) of this section. If the resulting 

value of RFCH4[THC-FID] is within ±5% of 

its most recent previously determined 

value, the THC FID passes the CH4 re-

sponse verification. For example, if the 

most recent previous value for 

RF CH4[THC-FID] was 1.05 and it increased 

by 0.05 to become 1.10 or it decreased 

by 0.05 to become 1.00, either case 

would be acceptable because ±4.8% is 

less than ±5%.

(2) If RF CH4[THC-FID] is not within the 

tolerance specified in paragraph (e)(1) 

of this section, use good engineering 

judgment to verify that the flow rates 

and/or pressures of FID fuel, burner air, 

and sample are at their most recent 

previously recorded values, as deter-

mined in paragraph (c) of this section. 

You may adjust these flow rates as 

necessary. Then determine the 

RF CH4[THC-FID] as described in paragraph 

(d) of this section and verify that it is 

within the tolerance specified in this 

paragraph (e). 

(3) If RF CH4[THC-FID] is not within the 

tolerance specified in this paragraph 

(e), re-optimize the FID response as de-

scribed in paragraph (c) of this section. 

(4) Determine a new RFCH4[THC-FID] as

described in paragraph (d) of this sec-

tion. Use this new value of 

RF CH4[THC-FID] in the calculations for HC 

determination, as described in 

§ 1065.660. 

(5) For analyzers with multiple 

ranges, you need to perform the proce-

dure in this paragraph (e) only on a 

single range. 

[73 FR 37308, June 30, 2008, as amended at 75 

FR 23041, Apr. 30, 2010; 76 FR 57447, Sept. 15, 

2011; 79 FR 23769, Apr. 28, 2014] 

§ 1065.362 Non-stoichiometric raw ex-
haust FID O2 interference
verification.

(a) Scope and frequency. If you use 

FID analyzers for raw exhaust meas-

urements from engines that operate in 

a non-stoichiometric mode of combus-

tion (e.g., compression-ignition, lean- 

burn), verify the amount of FID O2 in-

terference upon initial installation and 

after major maintenance. 

(b) Measurement principles. Changes in 

O2 concentration in raw exhaust can af-

fect FID response by changing FID 

flame temperature. Optimize FID fuel, 

burner air, and sample flow to meet 

this verification. Verify FID perform-

ance with the compensation algorithms 

for FID O2 interference that you have 

active during an emission test. 

(c) System requirements. Any FID ana-

lyzer used during testing must meet 

the FID O2 interference verification ac-

cording to the procedure in this sec-

tion.

(d) Procedure. Determine FID O2 in-

terference as follows, noting that you 

may use one or more gas dividers to 

create the reference gas concentrations 

that are required to perform this 

verification:

(1) Select three span reference gases 

that contain a C3H8 concentration that 

you use to span your analyzers before 

emission testing. Use only span gases 

that meet the specifications of 

§ 1065.750. You may use CH4 span ref-

erence gases for FIDs calibrated on CH4

with a nonmethane cutter. Select the 

three balance gas concentrations such 

that the concentrations of O2 and N2

represent the minimum, maximum, 

and average O2 concentrations expected 

during testing. The requirement for 

using the average O2 concentration can 

be removed if you choose to calibrate 

the FID with span gas balanced with 

the average expected oxygen con-

centration.

(2) Confirm that the FID analyzer 

meets all the specifications of § 1065.360. 

(3) Start and operate the FID ana-

lyzer as you would before an emission 

test. Regardless of the FID burner’s air 

source during testing, use zero air as 

the FID burner’s air source for this 

verification.

(4) Zero the FID analyzer using the 

zero gas used during emission testing. 
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